Introduction {#Sec1}
============

It has been estimated that the worldwide prevalence of snoring ranges from 30 to 50 % of the adult population \[[@CR1]--[@CR9]\]. The odds of being a habitual snorer are greater in men \[[@CR1], [@CR3], [@CR8], [@CR9]\], with the prevalence further increased by age \[[@CR1], [@CR3], [@CR7], [@CR10]\], weight \[[@CR1], [@CR5], [@CR6]\], alcohol consumption \[[@CR1], [@CR5]\], and/or when pregnant \[[@CR11]--[@CR14]\]. Snoring is an independent risk factor for obstructive sleep apnea (OSA) \[[@CR15], [@CR16]\]. Approximately 50 % of those who snore are likely to have OSA \[[@CR17]--[@CR20]\], and a substantial majority is undiagnosed \[[@CR20]\]. The vibrations caused by heavy snoring have also been suggested as an independent risk factor for carotid atherosclerosis \[[@CR21]--[@CR24]\]. Of the 15--25 % of the adult population who are benign snorers \[i.e., apnea-hypopnea index (AHI) \< 5\], most snore predominantly in the supine position \[[@CR25], [@CR26]\].

Recognition of the clinical importance of OSA risk factors and treating OSA is increasing worldwide, however an inexpensive, objective tool to differentiate those in need of a diagnostic sleep study from those with just benign snoring remains elusive. Such a tool might also be useful for large epidemiological assessments of snoring and OSA prevalence, the impact of snoring on cardiovascular disease, or the changes in snoring during pregnancy.

Previous reports suggest that the measurement of snoring with an acoustic microphone holds potential for non-invasively estimating sleep disordered breathing severity \[[@CR27]--[@CR31]\]. Fiz et al. \[[@CR28]\] found that as AHI severity increases, the acoustics change, suggesting the maximum snoring frequency is reduced, the mean snoring intensities increase, and the ratio between the 100 and 500 Hz power expand. With respect to identifying excess tissue associated with airway collapse, fast-Fourier transform of high frequency snoring showed that palatal snoring lies in the lower frequencies of the sound spectrum with snoring frequencies increase stepwise from pharyngeal lateral wall, tongue based, and epiglottis obstruction \[[@CR32]\]. Mikami et al. \[[@CR30]\] showed that the fundamental frequency and maximum amplitudes in frequency spectrum can be used to distinguish oral snoring sounds in patients with and without sleep apnea. Fiz et al. \[[@CR28]\] reported that receiver operating curves using acoustic snoring could provide sensitivities and specificities of 98.0 and 71.4 for an AHI ≥ 5 and 80.0 and 90.0 for AHI ≥ 15 so long as sleeping position was factored into the snoring parameters. Abeyratne et al. \[[@CR33]\] validated a OSA screening tool that used a multi-feature class analysis of snoring sounds acquired during laboratory polysomnography that provided sensitivities and specificities of 93 % with an AHI cut-off of 15 events/h. Ben-Israel et al. \[[@CR27]\] achieved a sensitivity of 0.87 and a specificity 0.80 with a non-contact microphone placed 1 meter above the bed at a sleep center.

Measuring the influence of position on snoring and/or OSA is important given 65 % of benign snorers are positional and over 70 % of patients with mild to moderate OSA are twice as severe supine as compared to non-supine \[[@CR25]\]. Assessing snoring patterns relative to position may prove useful in monitoring outcomes with position restriction treatment, as well as other OSA therapies.

This report provides a description of a neck-worn device and a retrospective assessment of its capability to accurately measure sleep position and sleep/wake, and differentiate benign snorers from those with clinically relevant OSA.

Methods {#Sec2}
=======

Description of neck-device {#Sec3}
--------------------------

The battery-powered, neck-worn device (Night Shift™, Advanced Brain Monitoring, Carlsbad, CA, USA) weighs 44 g and includes electronics housed in a 5.5 (l) × 3.8 (w) × 1.6 (h) cm enclosure affixed on the back of the neck with an adjustable non-latex silicone rubber strap secured by a magnetic clasp (see Fig. [1](#Fig1){ref-type="fig"}).Fig. 1Photograph of neck-device from **a** back and **b** front

The neck-device measures snoring with a built-in acoustic microphone (PUI audio POM-2246P). The raw audio input is sampled at 2 kHz, and root mean square (RMS) of the digitized signal (12-bit A/D) is calculated using a 100 ms window. The resulting 10 Hz RMS signal is additionally filtered with a 0.5 Hz LP Butterworth 4th order filter. A snore algorithm quantifies each snore based on shape (attack, plateau and decline) and the peak amplitude, prior to conversion to dB. Decibel calibration was performed using a sound level meter and recorded snoring sounds at 12 cm. Snores \>40 and 50 dB are tallied across each 30-s epoch. Loud snoring is defined as at least one snore with a magnitude ≥50 dB.

The percentage of time snoring \>50 dB is then determined for overall, supine, and non-supine epochs characterized as sleep by actigraphy. Snoring indicative of clinically relevant sleep disordered breathing is based on \>50 dB snoring in ≥10 % of neck-based sleep time.

A three-axis accelerometer is used to measure neck position and actigraphic sleep versus wake. Neck positions are reported as upright, supine, lateral left, lateral right, and prone. Upright is assigned when the neck angle is ≥60°. Supine is assigned when the neck angle to the left/right is \<43°. Lateral left or right was assigned when the neck angle exceeded 47°. The device remained in the previously assigned position when the neck angle fell between 43° and 47°. Prone is the mirrored position of supine with the additional requirement that the Z axis is \<−15°. If the device is worn upside down, the supine position will be accurately measured however lateral left and right will be inversed.

Sleep versus wake is measured in 30-s epochs using a threshold applied to the median filter output derived from the three X, Y, and Z signals. If any of the three signals have an angle \<50° and exceeds the actigraphy threshold, the epoch is classified awake. Periods with gross movement extend the wake classification for up to 3 epochs. The initial 10-min after the device is turned on is automatically classified as wake.

Two × 1G haptic motors optionally provide vibro-tactile feedback when the supine position is detected. Positional feedback, initiated at a very low frequency/duration, is gradually increased until the user exits the supine position. When used for positional therapy, vibro-tactile feedback is defaulted to initiate 15-min after the device is turned on, to allow the user time to fall asleep. The user can optionally delay feedback for 30-min or set the device for immediate feedback. The device can also be used only as a recorder with positional feedback disabled.

Data are acquired and analyzed in real time with derived measures for sleep/wake, snoring magnitude, and position for each 30-s epoch saved to the microcontroller flash memory. The memory can store up to six nights' of detailed snoring, sleep, and position measures (one set of values for each 30-s epoch), summary of key daily parameters by month for 4 months, and the average values across the days in the month for 12 months. This information is accessed via assessment/compliance reports generated in HTML format from a web-enabled portal. The neck-device can record and provide vibro-tactile feedback for three nights before charging is required.

For this study, prototype devices were used that allow raw data to be saved to a memory card for off-line analysis using software which allows the records to be synchronized.

Study A {#Sec4}
-------

Consecutive volunteers scheduled for laboratory polysomnography (Complete Sleep Solutions, Murrieta, CA, USA) between the ages of 18 and 75 with a body mass index (BMI) \<35 were recruited to wear the neck-device. Twenty subjects were consented under a protocol approved by the Chesapeake Institutional Review Board (IRB). This cohort included fifteen males and five females with a mean age of 46 ± 13.2 years and a mean BMI of 29 ± 4.1 kg/M^2^.

For this study, the neck-device was set to record mode (i.e., no positional feedback). The device was applied and turned on by the technician. Patients were instructed to sit upright in bed for 1 min just prior to lights out and just after lights on, to provide a means to synchronize the polysomnography (PSG) and the neck-device records.

The sleep studies were conducted and scored according to the American Academy of Sleep Medicine (AASM) criteria with 3 % hypopnea desaturation \[[@CR34]\]. Alice three or five systems were used with Pro-Tech nasal pressure transducers and Pro-Tech respiratory induced plethysmography effort sensors (Philips Respironics, Monroeville, PA, USA), and either Pro-Tech or SleepMate (Ambu, Inc. Glen Burke, MD, USA) actigraphy-based body (chest) position sensors.

Study B {#Sec5}
-------

Twenty-five individuals responding to a newspaper advertisement met the inclusion criteria of: (a) age between 30 and 85, (b) slept nightly with a bed partner who complained about their snoring, and (c) were not currently being treated with CPAP for OSA. Subjects were consented with a protocol approved by the BioMed IRB. This cohort included 14 males and 10 females with a mean age of 44 ± 10.5 years and a mean BMI of 31 ± 7.7 kg/M^2^ (range 22--57). Eighty-four percent were identified as being at high OSA risk by the STOP questionnaire \[[@CR35]\] or by the ARES questionnaire \[[@CR36], [@CR37]\], with conflicting results in two cases. A prior diagnosis of OSA, high blood pressure and/or depression was reported in 12, 12 and 23 % of the cases, respectively.

Subjects were instructed to wear the neck-device concurrent with a multi-channel home sleep testing (HST) device (ARES™, SleepMed, Boca Raton, FL, USA) for three nights. Night 1 was intended to provide a baseline, so the neck-device was set to record mode. On nights 2 and 3, the neck-device was set to feedback mode using preliminary supine detection parameters which under-reported supine sleep (e.g., neck angle \< 35° vs. \< 43°).

The HST was affixed to the forehead and measured airflow from a cannula and pressure transducer, pulse and oximetry using reflective plethysmography, quantified snoring (dB) with a calibrated acoustic microphone, and head movement and head position by actigraphy. Automated scoring algorithms were applied off-line to compute the AHI. Apneas, based on a 10-sec cessation of airflow detected by the automated algorithms, were included in the apnea-index (AI) and the AHI. Hypopnea events required a 50 % reduction and recovery in airflow, and a minimum 3.5 % reduction in SpO~2~ and at least a 1.0 % recovery. Sleep time was determined behaviorally, based on actigraphy, snoring, and airflow patterns. The algorithms and accuracy of the automated scoring used to calculate the AHI have been previously reported \[[@CR38]--[@CR40]\].

Just prior to lights out, subjects were instructed to turn both devices on and perform a slow, loud 10-count, captured by both acoustic microphones and used to synchronize the records. Each morning subjects completed brief surveys to assess their sleep quality.

Data analysis {#Sec6}
-------------

### Study A {#Sec7}

The Alice software was used to export: (a) EDF files to obtain epoch level resolution of chest position, (b) sleep stages for each epoch, (c) recording and sleep time, and (d) apnea/hypopnea indexes by, and across, positions. Technician notes from the video review were used to edit the body position.

To compare PSG and neck-device epochs classifications of sleep or wake and supine or non-supine, the clock times from the files were aligned, with accurate synchronization confirmed by the change to the upright position at the start of the recording. Comparisons of sleep versus wake were measured from lights out until lights on. Recording time was used to compare percentage of supine time from the chest and neck. Video recordings were reviewed to provide the gold-standard for classification of the supine position for both the chest and neck.

The overall percent time snoring ≥50 dB from the neck (loud snoring) was computed during periods detected as sleep by the neck actigraphy. From these sleep epochs, the supine and non-supine percent times snoring ≥50 dB were derived. Reporting of the percentage of positional time snoring required a minimum of 12-min of neck actigraphy-based sleep time.

For the 11 participants who underwent a split-night study, snoring and AHI values were derived separately for the diagnostic and the CPAP titration periods. "Appendix [1](#Sec15){ref-type="sec"}" provides line data for the 20 subjects and 31 records used for analyses.

### Study B {#Sec8}

Prior to off-line analysis, both the HST and neck-device files were opened to identify the segment of the ARES EDF file which needed to be excluded so that the 10-counts were aligned.

Statistical analyses {#Sec9}
--------------------

Pearson correlations and Bland--Altman plots were used to characterize the association and differences between the paired measures. Two-tailed *t* tests, which assumed equal variances, were used to measure significant between-measure differences. Cross-tabulations were used to compute the sensitivity, specificity, positive predictive value (PPV) and negative predictive value (NPV) between the overall, supine, and non-supine AHI and when loud snoring (i.e., ≥50 dB) exceeded 10 % of sleep time. Repeated measures analysis of variance (ANOVA) was used to assess significant changes in percent time supine across nights. Subjects identified with positional obstructive sleep apnea (POSA) required an overall AHI ≥ 5 and a supine/non-supine AHI ratio ≥ 2.0 (based on \>12-min of positional sleep time).

Results {#Sec10}
=======

Study A {#Sec11}
-------

The mean (±SD) sleep efficiency (SE) based on electrophysiology and actigraphy were 76.8 ± 12.3 and 81.8 ± 10.0 %, respectively. No significant differences in SE were observed between PSG and the neck-actigraphy during the diagnostic studies (73.8 ± 12.1 and 78.4 ± 10.9, respectively) or during the CPAP trials (82.4 ± 11.1 and 87.9 ± 3.7 %). Moderate agreement was observed between the PSG and neck actigraphy SE (*r* = 0.44). Neck actigraphy bias toward over-reporting sleep time (Fig. [2](#Fig2){ref-type="fig"}.) decreased as OSA severity increased. Biases of 9.9 % observed for those with no OSA (AHI \< 5), 5.6 % for those with mild to moderate OSA (AHI 5--29) and −4.9 for those with severe OSA (AHI ≥ 30).Fig. 2Bland--Altman plot comparing sleep efficiency between PSG and neck actigraphy

Very strong, significant agreements were observed between the video-edited supine position and those measured by chest and neck (*r* = 0.78 and 0.93 respectively) (Fig. [3](#Fig3){ref-type="fig"}). When Subject 12 was removed, the correlation between chest and video-edited chest increased from 0.78 to 0.88. The chest transducer over-reported supine time by \>5 % in six studies, with an average error of 80 min (range 16--284). The average error in supine time decreased to 39 min when subject 12 was removed. In six cases, the absolute difference between supine time by neck position and video exceeded 5 %. In four cases, supine sleep time was over-reported by neck position by an average of 28 min (range 16--60 min), and in two cases, neck position under-reported supine sleep time by 18 and 38 min. In only two cases, the neck and chest were reported in conflicting positions by video editing (Fig. [4](#Fig4){ref-type="fig"}). Subject 18 spent an additional 18 min supine based on the position of the neck; subject 20 spent 15 additional minutes supine based on chest position.Fig. 3Bland--Altman plots between edited and unedited actigraphy-based position from lights out to lights on from **a** chest and **b** neckFig. 4Photos of two cases of gross under-reporting of supine by the neck-device with **a** S22 misclassified as upright by neck and supine by video, and **b** S12 misclassified as lateral by neck

During the diagnostic studies, 30 % of the subjects had an AHI \< 5. Significant agreements (*p* \< 0.0001) were observed between the percentages of sleep time snoring ≥50 dB from the neck and the overall, supine, and non-supine AHI (*r* = 0.79, 0.74, and 0.83, respectively).

For an overall AHI ≥ 10, the sensitivity and specificity of loud snoring (i.e., 50 dB for ≥10 % of sleep time) were 81 and 87 %, respectively, with a PPV and NPV of 87 and 81 % respectively. The sensitivity and NPV improved to 87 and 88 %, respectively, with a clinical cut-off of AHI ≥ 15. At an AHI ≥ 5, the absence of loud snoring effectively ruled out mild OSA in 92 % of the cases, and the presence of loud snoring provided a 93 % probability of correctly identifying those with OSA.

Loud snoring was more robust in identifying important sleep disordered breathing in the non-supine position as compared to the supine position. For a non-supine AHI ≥ 10, the sensitivity and specificity were 82 and 100 %, and the PPV and NPV were 100 and 90 %, respectively. At an AHI ≥ 15, the non-supine sensitivity and specificity were 100 and 95 %. In the supine position, the clinical cut-off AHI ≥ 10 provided the optimal accuracy with a sensitivity, specificity, PPV, and NPV of 88, 79, 82, and 85 %, respectively (Table [1](#Tab1){ref-type="table"}). Table 1Accuracy of loud snoring (\>10 % of neck-based sleep time above 50 dB) in detecting PSG-AHI ≥ 5, 10, and 15Overall PSG-AHISupine PSG-AHINon-supine PSG-AHI\>5 (%)≥10 (%)≥15 (%)\>5 (%)≥10 (%)≥15 (%)\>5 (%)≥10 (%)≥15 (%)Sensitivity77.881.386.778.987.586.775.081.8100.0Specificity92.386.787.581.878.673.3100.0100.095.0PPV93.386.786.788.282.476.5100.0100.088.9NPV75.081.387.569.284.684.684.289.5100.0

Study B {#Sec12}
-------

Of the 24 subjects who successfully completed night 1, 21 also completed night 2 and 19 completed night 3. All available data were analyzed with the exception of one subject excluded due to missing data on Night 1 baseline (forgot to turn the device on) which limited comparisons to feedback nights 2 and 3. Subjects 9 and 13 had missing data on nights 2 and/or 3 due to not turning the neck-device on. Subjects 19 and 21 turned the neck-device off on nights 2 and 3 due to complaints of repetitive buzzing. Subject 10 turned the HST off during night 3. "Appendix [2](#Sec16){ref-type="sec"}" provides line data used for the analyses.

From this community-based cohort, 33 % were benign snorers, 42 % had mild or moderate OSA, and 25 % had severe undiagnosed OSA (i.e., overall AHI ≥ 30). Significant differences were observed in the sleep time and SE measured by HST and neck-actigraphy (*p* \< 0.05) (Fig. [5](#Fig5){ref-type="fig"}a). Figure [5](#Fig5){ref-type="fig"}b confirms that the reduction in SE accuracy, measured by neck actigraphy, was attributed to very severe OSA and supported the addition of a SE threshold to further characterize OSA with the neck device.Fig. 5**a** Bland--Altman plot between sleep efficiency (SE) measured by actigraphy from the neck and forehead HST across all nights, and **b** correlation plots between HST-AHI and sleep efficiency (SE) by neck actigraphy across all nights

As was observed during PSG, a very strong agreement was noted between those with loud in-home snoring plus a SE ≥ 25 and HST-AHI (*r* = 0.76). When the combination of SE and loud snoring thresholds (i.e., SE ≤ 25 or snoring ≥10 % of sleep time) were compared to HST-AHI severity, the accuracies were similar to those observed during PSG. Specificities were slightly inferior at baseline, and superior on nights 2 and 3 when subjects spent the majority of time in the non-supine position. For an overall AHI ≥ 10 at baseline, the sensitivity and specificity of loud snoring were 92 and 77 %, respectively, with a PPV and NPV of 79 and 91 % respectively. For an AHI ≥ 15, the sensitivity and NPV improved to 100 and 100 %, respectively, while the specificity and PPV decreased slightly to 73 and 71 %, respectively. On nights 2 and 3, the sensitivity, specificity, PPV and NPV for an AHI ≥ 10 were 100, 88, 84, and 100 %, respectively (Table [2](#Tab2){ref-type="table"}).Table 2Accuracy of loud snoring and SE in detecting HST-AHI ≥ 5, 10, and 15Night 1: HST-AHI at baselineNights 2 and 3: HST-AHI w/positional feedback\>5 (%)≥10 (%)≥15 (%)\>5 (%)≥10 (%)≥15 (%)Sensitivity70.691.7100.085.0100.0100.0Specificity75.076.973.390.087.580.8PPV85.778.671.489.584.273.7NPV54.590.9100.085.7100.0100.0

Sixty-nine percent of subjects with an AHI ≥ 5 had POSA at baseline based on forehead position. The association between the percentage of sleep time supine reported from the neck and forehead was moderate (*r* = 0.38) with substantial variability (mean of differences 3 ± 26.7 %). Feedback significantly reduced the percentage of time supine on nights 2 and 3 based on neck position (*F* = 13.75, *p* \< 0.0001) but not by forehead position.

Discussion {#Sec13}
==========

The purpose of this study was to evaluate the capabilities of a neck-device which uses actigraphy to measure sleep/wake and sleep position, and an acoustic microphone to record loud snoring. Studies conducted during PSG provide the gold-standard comparisons for the initial validation. Inclusion of studies during CPAP titration provides a second condition for assessment of sleep/wake, position, and snoring in over half the cases. Results were then cross-validated in-home with a community-based cohort of snorers across multiple nights with and without supine avoidance feedback.

To our knowledge, this is the first report on the use of neck actigraphy to detect sleep/wake. Typically, actigraphy accuracy is challenged by the over-estimation of sleep due to long periods of inactivity. In OSA patients, actigraphy accuracy is challenged by correct identification of sleep fragmentation and movement resulting from sleep-disordered breathing. For the 31 comparisons, absolute SE errors exceeded 10 in 39 % of the records. By way of comparison, wrist-actigraphy based Actiwatch-64 and Fitbit reported measurement errors of 50 and 58 %, respectively, in 24 healthy subjects \[[@CR41]\]. For those with an AHI \< 5, the neck-device was equivalent in accuracy to Actiwatch and superior to Fitbit in the over-reporting of sleep (i.e., bias: 9.9 vs. 9.3 and 14.5 % respectively). The strong association between over-reporting of wake neck actigraphy and severe OSA was more apparent in the home studies. To achieve reasonable sleep/wake accuracy without the benefit of off-line processing of multiple parameters (i.e., actigraphy, snoring, and airflow), the wake threshold for the neck-device was set to twice the actigraphy threshold selected for forehead HST. One limitation of this study was that many conventional measures, such as sleep time, sleep latency, and wake after sleep onset, were not reported due to the number of split-night studies. A more rigorous validation of neck-actigraphy conducted during PSG studies with sleep times exceeding 5 h will be reported elsewhere.

A second objective of this study was to compare sleeping positions derived from transducers placed in different locations (e.g., chest, neck and head). During PSG, a substantially greater number of gross supine position detection errors were observed for both chest and neck as compared to Bignold \[[@CR42]\], with both methods tending to over-report the supine position. Measurement of supine position during CPAP titration provides one explanation for the discrepancy. Four of six gross supine position errors by neck position, and two of six gross errors by chest position, occurred while on CPAP when patients tend to direct their head/neck toward the unit and then settle into the same position for long periods of time. Sleeping in a semi-upright position confounded both the chest and neck transducers, with chest over-reporting the supine position by 284 min and neck under-reporting the supine position by 116 min. Considering the impact of position detection errors within the construct of a feedback device, false-positive supine detection may be interpreted as a nuisance and could contribute to non-compliance. False-negative detection would potentially result in non-efficacious treatment. Investigation of the false negative neck device errors during CPAP titration showed the neck was in the overlap range between supine and lateral with the head and neck rotated by more than 30° and the airway in a position less susceptible to collapse \[[@CR43], [@CR44]\]. A prospective cross-validation of the accuracy of neck-based position assessment will be reported separately.

A third objective of this study was to assess whether loud snoring could be effective in screening for important sleep-disordered breathing. We conducted this evaluation under laboratory and home-based conditions, included at least 30 % of participants without sleep disordered breathing, recruited from the community, and assessed patients under treatment conditions (i.e., CPAP titration and position restriction). In previous investigations, the percentage of time snoring based on the magnitude and duration of each snore \>40 dB, but not \>50 dB, was a significant predictor of positional OSA and successful outcomes with oral appliance therapy \[[@CR15], [@CR37], [@CR44], [@CR45]\]. Because snoring modulates across hypopneas and terminates during apneas, cases were reported in which the percent time snoring increased with oral appliance therapy when apneas were converted to hypopneas. We hypothesize that the strong association between snoring and AHI across a wide range of OSA severities, during both PSG and HST, resulted from a new approach whereby entire 30-s epochs were assigned loud snoring when at least one snore exceeded 50 dB in the duration. Including only epochs classified as sleep may also have assisted in improving snoring sensitivity and specificity.

Loud snoring for more than 10 % of the night was effective in identifying important sleep disordered breathing across conventional OSA clinical cut-offs and was more accurate when subjects were in the non-supine position. During non-supine sleep, the optimal sensitivity was obtained with PSG-AHI ≥ 15 (100 %) and optimal specificity obtained with PSG-AHI ≥ 5 % (100 %). During supine sleep, a cut-off of PSG-AHI ≥ 10 provided the highest sensitivity (88 %), with PSG-AHI ≥ 5 providing the best specificity (82 %). When a HST-AHI ≥ 10 was applied to the baseline sessions, the sensitivity and specificity from loud snoring were 91 and 77 %, respectively. When patients were predominantly non-supine (i.e., nights 2 and 3), the accuracy improved to 100 and 88 %, respectively. The accuracy in screening for OSA with the neck-device was similar to approaches which utilized a non-contact acoustic microphone \[[@CR27], [@CR33]\]. Unlike the non-contact snoring approaches, the neck-device can estimate positional severity.

These findings suggest that the neck-device is capable of identifying important sleep disordered breathing in most cases. When loud snoring is measured with an acoustic microphone in combination with actigraphy-based sleep time from the neck, the SE must be considered in those with very severe OSA. The addition of SE did not affect the results obtained during PSG data because all SE were above the minimum threshold. This finding may be attributed to short-duration diagnostic sleep times resulting from the obvious need to initiate CPAP therapy.

The improved AHI detection accuracy of loud snoring in the non-supine position, during both PSG and HST, suggests possible interaction between the acoustic microphone and bed-coverings. Two false-negative findings did not appear to be solely attributed to the pillow because snoring below the loud snoring threshold was observed in both the supine and non-supine positions. Conversely, a false-positive result from loud snoring did not appear to be due to CPAP mask leakage because CPAP pressure and AHI were both low. In most cases, the vibration sounds above 50 dB seemed to be effective in assessing OSA severity at baseline and under treatment conditions. Additional studies should be conducted to investigate conditions which contribute to false-positive and false-negative results. For example, it's possible that long duration apnea or hypopnea events contribute to false negative results at AHI ≥ 15. Additional profiling of snoring patterns such as excluding snores which occur during movement, may further improve the detection capability of this measure.

Given the high prevalence of loud snoring worldwide (see "Appendix [3](#Sec17){ref-type="sec"}"), and the impact of undiagnosed OSA on both co-morbidities and medical costs, the need exists for easy, inexpensive, and accurate differentiation of benign snorers from those who should undergo a diagnostic study for OSA. As a screening tool, the results obtained with the neck-device were comparable to a single-channel Apnea Link nasal pressure device \[[@CR45]\], with both devices capable of being self-applied and worn in the home. The neck-device provided superior sensitivity and specificity, as compared to ApneaLink during PSG, when clinical cut-offs of AHI ≥ 5 and ≥10 were applied and inferior detection accuracy when AHI ≥ 15 was used. One weakness of the neck-device is the potential for cross talk from a snoring bed partner. Bench-tests suggest that loud bed-partner snoring can exceed 40 dB but rarely 50 dB. Unlike the ApneaLink, screening of apneic and non-apneic snorers with the neck-device can include the assessment of airway position by comparing overall snoring time to supine and non-supine snoring time \[[@CR25], [@CR26]\].

Previous reports suggest that POSA is prevalent in 53 % of patients with sleep disordered breathing (i.e., AHI ≥ 5 plus supine AHI at least two times greater than the non-supine AHI) \[[@CR48], [@CR49]\]. In the Study A group, 70 % had an AHI ≥ 5 while 45 % of the cohort was identified with POSA based on body position. POSA prevalence would increase to 50 % and match previous reports if subjects with supine/non-supine ratios of 1.9 and 1.8 were included. The conventional definition of POSA (i.e., supine/non-supine ratio ≥2.0) has assumed a 4 % desaturation criteria \[[@CR25], [@CR48]--[@CR51]\]. A relaxed definition of POSA may be necessary when a 3 % desaturation criteria is applied. It would be expected that a greater number of non-supine events would meet the AHI criteria given oxyhemoglobin desaturation may be less severe when lung volume is somewhat larger.

The concordance between the neck-and-chest-derived percentage of time supine was much stronger than neck and forehead supine sleep times. The prevalence of POSA detected by forehead position across a range of OSA severities was similar to previous estimates of those with mild to moderate OSA \[[@CR48], [@CR49]\]. Excessive measurement of supine sleep may also explain why significant changes in percent time supine from the neck were observed on nights 2 and 3 but not the forehead. As a result of the discrepancies, the agreement between positional HST-AHI and loud snoring were not compared. The accurate detection of a supine airway from the forehead is difficult because the head can be in the same angle with the torso either laterally or supine. The algorithms defining the supine position of the airway from the neck are less complicated due to its more restricted rotation. Others have argued that both head and trunk positions are clinically relevant in assessment of OSA because neither exclusively define the position of the airway \[[@CR43], [@CR44]\]. This study suggests that neck position may provide an alternative approach to measuring the impact of position on airway collapsibility.

One limitation of this study was the limited assessment of the benefit of supine avoidance feedback. Study B was designed as a usability study for the neck-device, not as a treatment outcome study. It was not anticipated that a quarter of the community-based snorers would have severe undiagnosed OSA and that finding supports the need for a simple, inexpensive screening tool. Proper assessment of positional feedback outcomes, such as those conducted by Van Maanen et al. \[[@CR49], [@CR50]\] requires inclusion criteria limited to only those with POSA. Our study with feedback did provide insight as to conditions most conducive for vibro-tactile position therapy. For example, the two subjects, who presumed the device was not working properly because it buzzed every 20--30 min, slept 100 % of the time on their back at baseline. Those who sleep exclusively supine may require a longer training/adaptation period and/or non-compliance may be greater. A report of neck strap being uncomfortable was from a female with a 54.6 cm neck circumference. It's unclear whether she wore the strap too tight, but it also suggests that extreme adipose tissue around the neck may influence compliance. Given the neck-device was designed to measure compliance, and can be trialed with limited effort, these concerns may be manageable with improved patient selection.

Conclusions {#Sec14}
===========

This report provides a full description of a neck-worn device and an initial assessment of its capabilities. Results suggest that neck actigraphy is capable of estimating sleep/wake and may be useful in predicting severe OSA. Detection of the supine airway by neck actigraphy was equivalent to the measures obtained from the chest. The supine detection accuracy of the neck-device supports further investigation for use with supine-avoidance therapy. Comparison of loud snoring, acquired with a neck-based acoustic microphone, to the AHIs obtained by PSG and HST suggest sensitivities and specificities equivalent to other simple screening tools. The combination of position assessment and OSA severity holds promise as a screening tool to differentiate positional apneic and benign snorers.

Appendix 1 {#Sec15}
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See Table [3](#Tab3){ref-type="table"}. Table 3Detailed data by subject used in Study ASubj. no.Study typeRecording time-minSleep efficiency (%)OverallSupineNon-supineSupine (%)PSG (%)Neck (%)AHISnoring (%)AHISnoring (%)AHISnoring (%)ChestChest/videoNeckNeck/videoS2\*Diag.24778.574.925.766.644.178.916.658.540.940.941.140.9S2\*CPAP Titr.20580.586.327.336.044.555.50.00.867.867.868.367.8S3\*Diag.30581.869.254.356.395.661.941.653.532.032.033.932.0S3CPAP Titr.21093.190.22.92.64.32.61.62.747.147.147.147.1S4Diag.49960.991.81.93.82.34.01.31.371.069.190.669.1S5\*Diag.21084.384.812.55.034.413.31.00.048.139.338.639.3S5CPAP Titr.22880.985.70.72.30.52.50.81.393.467.180.767.1S6Diag.23975.767.256.751.256.552.157.148.966.766.766.966.7S6CPAP Titr.19490.584.31.72.11.81.21.55.675.675.675.675.6S11Diag.40640.572.00.010.10.015.00.05.437.745.148.445.1S12Diag.48194.793.81.10.00.40.00.00.087.825.50.025.5S13Diag.14676.460.1104.951.1106.939.556.260.036.636.636.636.6S13CPAP Titr.21691.990.920.928.720.928.5N/AN/A99.899.899.899.5S14\*Diag.21157.162.626.424.265.544.611.717.533.219.720.919.7S14CPAP Titr.18760.781.83.29.80.011.13.29.715.015.015.215.0S15Diag.45572.281.85.11.24.81.46.90.084.786.285.986.2S16Diag.24877.866.060.655.886.366.048.147.249.850.058.550.0S16\*CPAP Titr.22782.688.723.913.528.913.54.7N/A80.080.0100.080.0S17Diag.40971.591.33.54.76.58.50.81.348.344.944.544.9S18Diag.43381.387.32.00.33.00.21.60.342.042.062.845.7S19Diag.16970.764.980.362.7N/AN/A80.362.724.05.95.65.9S19CPAP Titr.21887.891.93.14.87.715.01.70.476.126.629.826.6S20Diag.12174.886.458.312.458.312.4N/AN/A98.398.398.398.3S20CPAP Titr.25391.792.51.62.42.44.70.00.066.866.853.461.1S21\*Diag.34859.372.120.61.032.80.912.81.047.343.444.043.4S22\*Diag.19471.989.780.447.6104.253.745.037.862.962.962.962.9S22CPAP Titr.20763.083.71.82.62.70.80.03.764.364.335.564.3S23\*Diag.43574.386.719.01.125.80.812.61.451.651.652.151.6S24\*Diag.17186.580.559.474.690.651.938.595.247.147.147.147.1S24\*CPAP Titr.23783.391.15.830.210.453.70.00.055.355.355.555.3S25Diag.40385.584.51.62.35.01.50.93.147.647.648.947.6POSA\*Mean27576.881.824.721.531.623.215.418.558.052.353.252.2SD10912.310.029.424.235.525.022.727.121.922.826.122.6\* Positional obstructive sleep apnea
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See Table [4](#Tab4){ref-type="table"}.Table 4Detailed data by subject used in Study BSubjBMIBaseline Night 1Night 2Night 3AHISnoring \>50 dBSESESup. timeSup. timeAHISnoring \>50 dBSESESup. timeSup. timeAHISnoring \>50 dBSESESup. timeSup. timeNeck (%)Neck (%)Fore-head (%)Neck (%)Fore-head (%)Neck (%)Neck (%)Fore-head (%)Neck (%)Fore-head (%)Neck (%)Neck (%)Fore-head (%)Neck (%)Fore-head (%)1\*39.33276.983.889.014.615.83084.557.773.31.00.12294.071.673.91.65.32\*22.053.985.688.837.527.524.085.482.34.83.610.880.981.87.03.9325.11571.288.086.70.40.01062.186.484.01.31.61390.293.589.11.60.04\*25.562.987.588.819.310.130.387.689.10.80.010.486.684.80.10.05\*28.42354.782.081.447.744.43961.074.290.00.056.9611.487.986.915.322.18\*27.52392.786.687.615.815.11572.776.491.40.80.02253.481.886.30.035.0921.634.388.889.66.511.321.988.783.03.99.4------------1043.781100.031.186.964.124.55799.318.884.34.20.1------------1137.411.080.767.950.77.121.088.885.06.03.324.577.076.648.416.71228.117.795.494.211.43.5111.294.894.70.10.037.293.292.00.30.01324.71011.769.578.552.40.8------------------------14\*30.871.985.279.939.756.444.290.590.016.914.165.083.482.66.222.51532.08383.184.891.174.463.46787.873.184.043.810.35884.257.088.431.844.11636.69625.02.889.780.010.18377.81.184.755.61.5980.00.076.70.012.117\*27.13715.265.784.82.06.13349.170.791.52.20.02743.569.890.25.52.019\*24.2139.397.689.9100.040.0------------------------2156.6123.196.990.7100.033.0------------------------2225.112.887.483.937.623.201.487.587.411.20.030.989.590.213.10.02324.831.292.791.676.747.036.091.390.224.937.922.388.890.73.063.22429.5114.188.189.38.06.202.986.589.60.00.002.790.588.37.70.025\*25.1925.365.585.053.651.496.868.077.616.498.586.274.274.54.051.427\*30.957.682.881.71.012.325.787.385.117.928.0310.590.286.72.24.328\*27.93359.975.187.743.841.23141.688.884.21.419.62417.190.485.61.323.92935.020.489.691.07.16.510.089.388.45.20.120.592.391.010.90.0Mean30.420.528.978.986.539.423.218.832.475.986.210.413.615.822.978.985.18.416.1SD7.827.333.321.35.631.419.324.736.024.04.915.024.624.532.921.45.812.419.6\* Positional obstructive sleep apnea
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See Table [5](#Tab5){ref-type="table"}.Table 5Prevalence of adult habitual snorers by country and genderCountrySample sizeOverall (%)Males (%)Females (%)AuthorBrazil3,13650.5----Noal et al. \[[@CR5]\]France850--34.6--Teculescu et al. \[[@CR6]\]Hong Kong---students3,06325.9----Hui et al. \[[@CR10]\]Italian1,14631.0----De Benedetto et al. \[[@CR7]\]Nigeria37031.6----Adewole et al. \[[@CR4]\]Poland1,18675.048.027.0Zielinski et al. \[[@CR9]\]Taiwan4,01151.960.842.5Chuang et al. \[[@CR2]\]Turkey1,24538.429.58.9Kara et al. \[[@CR3]\]United States5,20152.033.019.0Enright et al. \[[@CR1]\]United Kingdom1,07541.529.012.5Davey \[[@CR8]\]
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